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CERTIFICATE OF ANALYSIS

Bechtel Hanford, Inc.
3350 George Washington Way
Richland, WA 99352

April 28, 2000

JUN 262000
EDMC

Attention: Joan Kessner

926272

(V

SAF Number B99-005
Date SDG Closed April 5, 2000 0 to
Number of Samples One (1)
Sample Type Soil bfelmO
SDG Number W03129
Data Deliverable 15-Day / Summary

I. Introduction
On April 5, 2000, one soil sample was received at STL Richland
analysis. Upon receipt, the sample was assigned the following
correspond with the Bechtel Hanford, Inc. (BHI) specific ID:

STLR ID#
9DAG8610

BHI ID#
BOXXM1

MATRIX
SOIL

(STLR) for radiochemical
laboratory ID number to

DATE OF RECEIPT
4/5/00

II. Analytical Results/Methodology

The analytical results for this report are presented by laboratory sample ID. Each set of data
includes sample identification information, analytical results and the appropriate associated
statistical errors.

The requested analyses were: Alpha Spectroscopy
Plutonium-238, -239/40 by method RICH-RC-5010
Americium-241 by method RICH-RC-5080
Uranium-234, -235, -238 by method RICH-RC-5079
Gamma Spectroscopy ,
Gamma Scan by method RICH-RC-5017
Gas Proportional Counting
Total Strontium by method RICH-RC-5006
Chemical Analyses
Chromium Hex by EPA method 7196
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Bechtel Hanford, Inc.
April 28, 2000
Page 2

III. Quality Control

The analytical results for each analysis performed under SDG W03129 include a minimum of
one Laboratory Control Sample (LCS), one method (reagent) blank, and one duplicate sample
analysis. Any exceptions have been noted in the "Comments" section.

QC and sample results are reported in the same units.

IV. Comments

Alpha Spectroscopy
Plutonium-238, -239/40 by method RICH-RC-5010
The LCS, batch blank, sample duplicate (BOXXMl)
requirements.

Americium-241 by method RICH-RC-5080:
The LCS, batch blank, sample duplicate (BOXXM1)
requirements.

Uranium-234, -235. -238 by method RICH-RC-5079
The LCS, batch blank, sample duplicate (BOXXM1)
requirements.

and sample results are within contractual

and sample results are within contractual

and sample results are within contractual

Gamma Spectroscopy
Gamma Scan by method RICH-RC-5017
The LCS, batch blank, sample duplicate (BOXXMl) and sample results are within contractual
requirements.

Gas Proportional Counting
Total Strontium by method RICH-RC-5006
The LCS, batch blank, sample duplicate (BOXXM1) and sample results are within contractual
requirements.

Chemical Analyses
Chromium Hex by EPA method 7196:
The LCS, batch blank, sample duplicate (BOXXM1), sample and sample matrix spike
(BOXXMI) results are within contractual requirements.
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I certify that this Certificate of Analysis is in compliance with the SOW, both technically and for
completeness, for other than the conditions detailed above. Release of the data contained in this
hard copy data package has been authorized by the Laboratory Manager, or a designee as verified
by the following signature.

Reviewed and approved:

Ja ie Waddell
roject Manager
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SAMPLE RESULTS

LAB NAME: STL Richland

LOT,RPT DB ID: JOD050129-1 9DAG8610

CLIENT ID: BOXXM1

SDG: /RPT GRP:

MATRIX:

DATE RECEIVED:

W03129 / 10365

SOIL

4/5/2000 8:35:00 AM

COUNTING TOTAL RPT METHOD WORK BAT-
ANALYTE RESULT Q ERROR(2s) ERROR(2s) MDAIIDL UNIT YIELD NUMBER ORDE CH

HEXCHROME

AM-241
PU-238

PU239/40
U-234
U-235
U-238
CO-60
CS-137
EU-152
EU-154
EU-155

STRONTIUM

8.36E+00
3.47E-01
4.54E-02
1.31 E+00
8.65E-01
4.20E-02
8.73E-01
7.32E+00
1.88E+01
2.68E+01
3.18E+00
1.13E-01
1.14E+00

N/A
J 7.8E-02

J 5.2E-02
2.8E-01

J 1.4E-01

J 3.1E-02
J 1.4E-01

7.4E-01
1.9E+00
2.7E+00
3.7E-01

U 1.2E-01
1.2E-01

N/A
9.8E-02
5.3E-02
4.OE-01

2.OE-01

3.2E-02
2.1E-01
7.4E-01

1.9E+00

2.7E+00
3.7E-01
1.2E-01
3.4E-01

8.OOE-02
2.20E-02
4.10E-02
6.09E-02
4.03E-02
2.70E-02
3.35E-02
3.53E-02
7.09E-02
1.70E-01
1.23E-01
1.95E-01

1.23E-01

mg/kg
pCi/g
pCI/g

pCi/g
pCi/g

pCi/g

pCi/g

pCi/g
pCi/g

pCi/g

pCi/g

pCI/g
pCi/g

N/A
98.66%
28.27%
28.27%

85.18%
85.18%
85.18%

60.30%

EPA7196

RICHRC5080
RICHRC5010
RICHRC5010
RICHRC5079
RICHRCS079
RICHRC5079
RICHRC5017
RICHRC5017
RICHRC5017
RICHRC5017

RICHRC5017
RICHRC5006

Number of Results:

Result - IDL When Not Detected
(Q)ualifiers: U - Analyte result < MDA/IDL,

J - No U qualifier and result <

Severn Trent Laboratories Richland
rptChemRadSample; v3.41

0 0 05

DAG86

DAG86

DAG86

DAG86

DAG86

DAG86

DAG86

DAG86

DAG86

DAG86

DAG86

DAG86

0096388

0096387

0096387

0096389

0096389

0096389

0096390

0096390

0096390

0096390

0096390

0096391

1 3
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DUPLICATE RESULTS

LAB NAME:

LOT,RPT DB ID:

CLIENT ID:

ORIG LAB ID:

STL Richland

JOD050129-1 DAG8619R

BOXXM1 DUP

9DAG8610

SDG: /RPT GRP:

MATRIX:

DATE RECEIVED:

W03129 / 10365

SOIL
4/5/2000 8:35:00 A

COUNTING
Q ERROR (2s)

J 6.7E-02

2.9E-01

TOTAL
ERROR (2

6.8E-02

4.1E-01

MDA/ REPORT
a) IDL UNIT YIELD

6.81E-02 pCi/g 28.79%

4.03E-02 pCi/g 28.79%

METHOD
NUMBER

RICHRC5010

RICHRC5010

Number of Results: [

Result = IDL When Not Detecte
(O)ualifiers: U a Analyte result < MDA/IDL,

J - No U qualifier and result < ROL.

Severn Trent Laboratories Richland
rptChemfRadDup; v3.41 0606

ANALYTE

PU-238

PU239/40

DUP
RESULT

7.21 E-02

1.37E+00

ORIG
RESULT

4.54E-02

1.31 E+00

RPD

45.46%

4.12%
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DUPLICATE RESULTS

LAB NAME:

LOT,RPT DB ID:

CLIENT ID:

ORIG LAB ID:

STL Richland

JOD050129-1 DAG861CR

BOXXM1 DUP

9DAG8610

SDG: /RPT GRP:

MATRIX:

DATE RECEIVED:

W03129 / 10365

SOIL
4/5/2000 8:35:00 A

DUP COUNTING TOTAL MDA REPORT METHOD ORIG
ANALYTE RESULT 0 ERROR ( 2 s) ERROR (2 a) IDL UNIT YIELD NUMBER RESULT RPD

AM-241 3.42E-01 J 7.2E-02 9.2E-02 2.01E-02 pCi/g 113.07% RICHRC5080 3.47E-01 1.61%

Number of Results: =

Result - IDL When Not Detects
(a)uaiflers: U - Analyte result < MDAJIOL,

J - No U qualifier and result < ROL.

Severn Trent Laboratories Richland
rptChemRadDup; v3.41
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DUPLICATE RESULTS

LAB NAME:

LOT,RPT DB ID:

CLIENT ID:

ORIG LAB ID:

STL Richland

JOD050129-1 DAG861DR

BOXXM1 DUP

9DAG8610

SDG: )RPT GRP:

MATRIX:
DATE RECEIVED:

W03129 / 10365

SOIL
4/5/2000 8:35:00 A

DUP
DUP

ANALYTE RESULT

U-234 8.79E-01

U-235 6.22E-02

U-238 8.75E-01

Q
J

J

J

COUNTING
ERROR (2 s)

1.3E-01

3.5E-02

1.3E-01

TOTAL
ERROR (2

2.OE-01

3.7E-02

2.OE-01

MDAI
a) IDL

2.87E-02

2.21 E-02

2.74E-02

REPOR
UNIT

pCi/9

pCI/g

pCi/g

YIELD

89.37%

89.37%

89.37%

METHOD
NUMBER

RICHRC5079

RICHRC5079

RICHRC5079

Number of Results: 51

Result = IDL When Not Detects

(Q)ualiflers: U * Analyte result < MDAJIDL,
J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemfRadDup; v3.41

0008

ORIG
RESULT

8.65E-01

4.20E-02

8.73E-01

RPD

1.61%

38.83%

0.18%
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DUPLICATE RESULTS

LAB NAME:

LOT,RPT DB ID:

CLIENT ID:

ORIG LAB ID:

STL Richland

J0D050129-1 DAG861 ER

BOXXMI DUP

9DAG8610

SDG: /RPT GRP:

MATRIX:

DATE RECEIVED:

W03129 / 10365

SOIL
4/5/2000 8:35:00 A

DUP
DUP

ANALYTE RESULT Q

CO-60 7.48E+00

CS-137 1.86E+01

EU-152 2.67E+01

EU-154 3.18E+00

EU-155 1.12E-01 U

COUNTING
ERROR (2 s)

7.6E-01

1.9E+00

2.7E+00

3.6E-01

1.0E-01

TOTAL
ERROR (2

7.6E-01

1.9E+00

2.7E+00

3.6E-01

1.0E-01

MDAI
s) IDL

3.11E-02

6.36E-02

1.58E-01

1.13E-01

1.62E-01

REPORT
UNIT

pCl/g

pCi/g

pCI/g

pCi/g

pCi/g

METHOD
YIELD NUMBER

RICHRC5017

RICHRC5017

RICHRC5017

RICHRC5017

RICHRC5017

Number of Results: F

Result = IDL When Not Dotecte
(Q)ualifiers: U - Analyte result < MDA/IDL,

J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemRadDup; v3.41

0009

ORIG
RESULT

7.32E+00

1.88E+01

2.68E+01

3.18E+00
1.13E-01

RPD

2.26%

0.94%

0.61%

0.03%

0.69%
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DUPLICATE RESULTS

LAB NAME:

LOT,RPT DO ID:

CLIENT ID:

ORIG LAB ID:

STL Richland

J0D050129-1 DAG861 FR

BOXXM1 DUP

9DAG8610

SDG: /RPT GRP:

MATRIX:
DATE RECEIVED:

W03129 / 10365

SOIL
4/5/2000 8:35:00 A

DUP COUNTING TOTAL MDAI REPORT METHOD ORIG
ANALYTE RESULT Q ERROR ( 2 a) ERROR (2 a) IDL UNIT YIELD NUMBER RESULT RPD

STRONTIUM 1.06E+00 1.2E-01 3.2E-01 1.36E-01 pCi/g 55.50% RICHRC5006 1.14E+00 7.30%

Number of Results: F

Result - IDL When Not Detecte

(O)ualifiers: U - Analyte result < MDAlIDL,
J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemRadDup; v3.41

00O1.0
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DUPLICATE RESULTS

LAB NAME:

LOT,RPT DB ID:

CLIENT ID:

ORIG LAB ID:

STL Richland

DAG861HR

BOXXM1

SDG: /RPT GRP:

MATRIX:

DATE RECEIVED:

W03129 / 10365

SOIL
4/5/2000 8:35:00 A

9DAG8610

DUP COUNTING TOTAL MDAI REPORT METHOD ORIG
ANALYTE RESULT Q ERROR (2 s) ERROR (2 a) IDL UNIT YIELD NUMBER RESULT RPD

HEXCHROME 9.84E+00 N/A N/A 8.OOE-02 mg/kg N/A EPA7196 8.36E+00 16.26%

Number of Results: F

Result - IDL When Not Detecte

(Q)uallfiers: U - Analyte result < MDA/IDL,
J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemRadDup; v3.41

0Ju1f
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BLANK RESULTS

LAB NAME:

LOT,RPT DB ID:

ANALYTE

PU-238

PU239/40

STL Richland

JOD050000-387 DAHFC13B

COUNTING
RESULT Q ERROR(2s)

-2.93E-03 U 2.9E-03
4.97E-02 U 4.5E-02

Number of Results: 2

TOTAL
ERROR (2s)

3.0E-03

4.6E-02

SDG /RPT GRP:

MATRIX:

RPT
RPT

MDAIDL UNIT

4.88E-02 pCi/g

5.66E-02 pCI/g

W03129 / 10365

SOIL

YIELD

34.36%

34.36%

METHOD
NUMBER

RICHRC5010

RICHRC5010

WORK
ORDE

DAHFC

DAHFC

Result - IDL When Not Detected
(Q)ualifiers: U * Analyte result c MDAiIDL,

J - No U qualifier and result < RDL

Severn Trent Laboratories Richland

rptChemfRadBlank; v3.41

BAT-
CH

0096387

0096387
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BLANK RESULTS

LAB NAME:

LOT,RPT DB ID:

STL Richland

JOD050000-388 DAHFEI 1

SDG /RPT GRP:

MATRIX:

W03129 / 10365

SOIL

COUNTING TOTAL RPTANALYTE RESULT Q ERROR (2s) ERROR (2s) MDAIDL UNIT

AM-241 4.30E-03 U 8.6E-03 8.6E-03 1.16E-02 pCi/g

Number of Results: F

YIELD

95.62%

METHOD WORK BAT-
NUMBER ORDE CH

RICHRC5080 DAHFE 0096388

Result - IDL When Not Detected
(Q)uallflers: U - Analyte result < MDAJIDL,

J - No U qualifier and result < RDL

Severn Trent Laboratories Richland
rptChmRadlank; v3.41
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BLANK RESULTS

LAB NAME: STL Richland SDG /RPT GRP: W03129 / 10365

LOTRPT DB ID: JOD050000-389 DAHFF11B MATRIX: SOIL

COUNTING TOTAL RPT METHOD WORK BAT-
ANALYTE RESULT 0 ERROR(2s) ERROR(2s) MDAIIDL UNIT YIELD NUMBER ORDE CH

2.70E-02 pCI/g

2.48E-02 pCI/g

2.48E-02 pC/g

75.36%

75.36%

75.36%

RICHRC5079

RICHRC5079

RICHRC5079

DAHFF 0096389

DAHFF 0096389

DAHFF 0098389

Number of Results: F

Result - IDL When Not Detected
(Q)ualifiers: U a Analyte result < MDAJIDL,

J - No U qualifier and result < RDL

Severn Trent Laboratories Richland
rptChomRadBlank; v3.41

U-234

U-235

U-238

9.54E-03

-8.68E-04

-8.68E-04

U

U

U

1.5E-02

1.2E-03

1.2E-03

1.5E-02

1.2E-03

1.2E-03
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BLANK RESULTS

LAB NAME: STL Richland SDG IRPT GRP: W03129 / 10365

LOT,RPT DB ID: JOD050000-390 DAHFH11B MATRIX: SOIL

COUNTING TOTAL RPT METHOD WORK BAT-ANALYTE RESULT 0 ERROR (2s) ERROR (2s) MDAIDL UNIT YIELD NUMBER ORDE CH

6.6E-03 6.6E-03

6.3E-03 6.3E-03
1.8E-02 1.8E-02

1.7E-02 1.7E-02
1.4E-02 1.4E-02

1.15E-02 pCI/g

1.04E-02 pCI/g
2.84E-02 pCi/g

2.64E-02 pCi/g

2.29E-02 pCilg

RICHRC5017

RICHRC5017

RICHRC5017

RICHRC5017

RICHRC5017

DAHFH 0096390

DAHFH 0096390

DAHFH 0096390

DAHFH 0096390

DAHFH 0096390

Number of Results: !E

Result - IDL When Not Detected
(Q)ualifiers: U - Analyte result < MDAjlDL,

J - No U qualifier and result < RDL

Severn Trent Laboratories Richland
rptChemRadlank; v3.41 J0 15

CO-60

CS-137

EU-152

EU-154

EU-155

-9.26E-04

-3.15E-03

-1.24E-02

-1.65E-02

-1.03E-02

U

U

U

U

U
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BLANK RESULTS

LAB NAME: STL Richland SDG /RPT GRP: W03129 / 10365

LOT,RPT DB ID: JOD050000-391 DAHFM1 18 MATRIX: SOIL

COUNTING TOTAL RPT METHOD WORK BAT-
ANALYTE RESULT Q ERROR (2s) ERROR (2s) MDAIIDL UNIT YIELD NUMBER ORDE CH

STRONTIUM 2.01E-02 U 3.7E-02

Number of Results: 7iK

3.7E-02 7.80E-02 pCI/g 95.20% RICHRC5006 DAHFM 0096391

Result - IDL When Not Detected
(Q)ualifiers: U - Analyte result < MDAIIDL,

J - No U qualifier and result < RDL

Severn Trent Laboratories Richland
rptChemRadBlank; v3.41 ()016
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BLANK RESULTS

LAB NAME: STL Richland SDG /RPT GRP: W03129 / 10365

LOT,RPT DB ID: - DAHMA11B MATRIX: SOIL

COUNTING TOTAL RPT METHOD WORK BAT-
ANALYTE RESULT Q ERROR (2s) ERROR (2s) MDAIIDL UNIT YIELD NUMBER ORDE CH

HEXCHROME 1.00E-03 U N/A N/A 2.OOE-03 mg/L N/A

Number of Results: Z

Result - ADL When Not Detected
(Q)uallflers: U - Analyte result < MDAJIDL,

J - No U qualifier and result < RDL

Severn Trent Laboratories Richland
rptChemRadBlank; v3.41

0017

EPA7196
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LABORATORY CONTROL SAMPLE

LAB NAME:

LAB SAMPLE ID:

STL Richland

DAHFC14S

SDG: /RPT GRP:

MATRIX:

W03129 110365

SOIL

COUNTING TOTAL MDA/ REPORT
ANALYTE RESULT 0 ERROR (2 s) ERROR (2 s) IDL UNIT YIELD EXPECTED RECOVERY

8.62-01 2.97E-02 pCvg 30.51% 3.44E+00 109.45%

Number of Results: 7

Result - IDL When Not Detect

(Q)uallfiers: U w Analyte result < MDAJIDL,
J * No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemfRadLcs; v3.41

PU239/40 3.77E+00 4.1E-01

0018
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LABORATORY CONTROL SAMPLE

LAB NAME:

LAB SAMPLE ID:

STL Richland

DAHFE12S

SDG.: /RPT GRP:

MATRIX:

W03129 / 10365

SOIL

COUNTING
Q ERROR (2 s)

2.4E-01

TOTAL MDAI
ERROR (2 a) IDL

7.1E-01 1.70E-02

REPORT
UNIT

pCi/g

YIELD EXPECTED RECOVERY

112.60% 4.55E+00 87.46%

Number of Results: 7

Result - IL When Not Detect.

(O)ualifiers: U - Analyte result < MDADL,
J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland

rptChemRadLcs; v3.41

ANALYTE

AM-241

RESULT

3.98E+00
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LABORATORY CONTROL SAMPLE

LAB NAME:

LAB SAMPLE ID:

STL Richland

DAHFF12S

SDG: IRPT GRP:

MATRIX:

W03129 / 10365

SOIL

COUNTING
ERROR (2 a)

1.2E-01

2.9E-02

1.2E-01

TOTAL MDAI
TOTAL MDA/

ERROR (2 a) IDL

1.9E-01 2.30E-02

3.OE-02 1.25E-02

1.8E-01 2.61E-02

REPORT
UNIT

pCI/g

pCi/g

pCi/g

YIELD

93.02%

93.02%

93.02%

EXPECTED

8.67E-01

3.96E-02

9.08E-01

RECOVERY

94.04%

116.61%

86.16%

Number of Results:

Result - IDL When Not Detecte

(Q)uallfiers: U a Analyte result < MDAIIDL,
J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemRadLcs; v3.41

00.20

ANALYTE

U-234

U-235

U-238

RESULT

8.16E-01

4.61 E-02

7.83E-01

Q

J

J

J
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LABORATORY CONTROL SAMPLE

LAB NAME:

LAB SAMPLE ID:

STL Richland

DAHFH12S

SDG: /RPT GRP:

MATRIX:

W03129 110365

SOIL

COUNTING
Q ERROR (2 s)

6.6E-02

TOTAL MDA/
ERROR(2s) IDL

6.6E-02 3.78E-02

REPORT
UNIT

pCi/g

YIELD EXPECTED RECOVERY

3.04E-01 128.80%

Number of Results: F7

Result - IDL When Not Detects
(Q)uallflers: U - Analyte result < MDAIIDL,

J - No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemRadLcs; v3.41

ANALYTE

CS-137

RESULT

3.91 E-01



uggantmrra

LABORATORY CONTROL SAMPLE

LAB NAME:

LAB SAMPLE ID:

STL Richland

DAHFM12S

SDG: IRPT GRP:

MATRIX:

W03129 / 10365

SOIL

ANALYTE

STRONTIUM

RESULT

9.89E-01

COUNTING TOTAL MDAI
Q ERROR (2 s) ERROR (2 s) IDL

J 8.8E-02 2.9E-01 8.12E-02

REPORT
UNIT

pCi/g

YIELD EXPECTED RECOVERY

95.20% 1.14E+00 87.03%

Number of Results: BE

Result - IDL When Not Detects
(Q)uallfiers: U - Analyte result c MDA/1DL,

J a No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChernRadLcs; v3.41 . 22
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LABORATORY CONTROL SAMPLE

LAB NAME:

LAB SAMPLE ID:

STL Richland

DAHMA12S

SDG: /RPT GRP:

MATRIX:

W03129 / 10365

SOIL

ANALYTE

HEXCHROME

RESULT

8.99E-01

COUNTING TOTAL MDAJ
0 ERROR (2s) ERROR (2 s) IDL

N/A N/A 2.OOE-03

REPORT
UNIT

mg/L

YIELD EXPECTED RECOVERY

N/A 1.00E+00 89.90%

Number of Results: E:

Result = IDL When Not Detects
(Q)ualifiers: U - Analyte result < MDA/IDL

J = No U qualifier and result < RDL.

Severn Trent Laboratories Richland
rptChemRadLcs; v3.41

2 3
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MATRIX SPIKE RESULTS

LAB NAME:

LAB SAMPLE ID:

STL Richland

DAG861GW

SDG: /RPT GRP:

MATRIX:

W03129 / 10365

SOIL

ANALYTE

HEXCHROME

SPIKE COUNTING TOTAL
RESULT* 0 ERROR(2.) ERROR (2s) MDAIIDL

3.28E+01 N/A N/A 8.OOE-02

REPORT
UNIT

mg/kg

SAMPLE
RESULT EXPECTED RECOVERY

8.36E+00 4.OOE+01 81.92%

Number of Results:1C

Severn Trent Laboratories Richland

rptChemRadMatrlxSplke; v3.41

0024

*Spike Result Corrected For Sample Result
Result - IDL When Not Detecte
(Q)uallfiers: U - Analyte result < MDA/IIL,

J u No U qualifier and result ' RDL



ucuanterra

MATRIX SPIKE RESULTS

LAB NAME:

LAB SAMPLE ID:

STL Richland

DAG861JW

SDG: /RPT GRP:

MATRIX:

W03129 / 10365

SOIL

ANALYTE

HEXCHROME

SPIKE COUNTING TOTAL
SPIKE COUNTING TOTAL

RESULT* a ERROR(26) ERROR (2.) MDAIDL

7.48E+02 N/A N/A 8.OOE-02

REPORT
UNIT
mg/kg

SAMPLE
RESULT EXPECTED RECOVERY

8.36E+00 7.08E+02 105.72%

Number of Results: 57

Severn Trent Laboratories Richland
rptChemRadMatrlxSpke; v3.41

0025

-Spike Result Corrected For Sample Result
Result - l0L When Not Detecte
(Q)uallfiers: U s Analyte result < MDAIIDL,

J - No U qualifier and result c RDL.
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-FBechtel Hanford Inc. CHAIN OF CUSTODY/SAMPLE ANALYSIS REQUEST 99-005-102 ftpWs of I

Collector Complay Contact Telephone No. Project Coordimator
Kekow RB Kerkow 531-0635 TRENT, SJ Price Code 8K Dit. Turnaround

Project Designation Sampling Location SAF No. Air Quality [] 15 Days
100 D Area - Full Protocol Group 2 NPL 899-005

Ice Chat No. Flid Logbook No. COA mpt of ski
- EL-1339-6 R100DC2600 7-j\ l

Shi To Omte Property No. Bill of LadigrAIr Ijlc,

IDLE SAMPLE HAZARDSREMARKS ww Nm c
Preservallon

Type of Comtalner '

No. of Contluerls) I I

Special Handling and/or Storage Volume IL 2ORL 60L

6Sn&- SAMPLE ANALYSIS

Sornpic No. MuM *t Surnph Dat Sanrpile - -
BOXXMI SON 7-D 6rl (oxx"3

IN OF POSSESSION Sigm/Frint Names SPECIAL INSTRUCTIONS Matrix

ter Ry ne 8 neLabC R00 tODC2(00 ,,Se.

O(1) Gamma Spe rI" Cedn-I37.ClmIt-6O. Eapum-I52, Eupiui-IS4. Epuu-L55j; u-sw

-mg By ... bic P&hn: 3s cm; boo* Usmuima: Ammu-241; Soamti4990 - Total r 8

- Dy~ m1511. A15

y 13, -onm

DYDaknloft DSBrsn

My Bams y - i-wl"m

* BY BYvr.

LABORATORY RlciuvS By - d.

SECTION

FINAL SAMPLE Disposa MAd Diposed ByD

DISPOITION

S 4-11 (1iWDO)

Co


